Brief Communication
Molecular testing of viruses using real-time reverse transcriptase polymerase chain reaction and TaqMan Array card
The steps involved in both the methods are compared in Table 1 . The TAC used in this study was designed to test six specimens and included negative temperature coefficient, positive temperature coefficient, internal plate control and a panel of 31 monoplex rRT-PCR assays for 16 viral and 14 bacterial targets. A total volume of 100 μl of master-mix and total nucleic acid (TNA) was loaded. Final volume of master-mix contained similar concentration of primer and probe as in rRT-PCR. Primers and probes used were designed and synthesised at CDC. [2, 8] Clinical and analytical validations for each assay (sensitivity, specificity and limit of detection) have also been determined at CDC. [2] The reaction mixes for each specimen were prepared in a clean assay setup room, using AgPath-ID One-step RT-PCR kits as per the CDC protocol. [2] All TAC runs were performed on the Thermo Fisher Scientific Inc., ViiA™ 7 real-time PCR instrument using the AgPath-ID One-Step RT-PCR kit (Thermo Fisher Scientific Inc., Foster City, CA). A Ct value of 43 was considered as cut-off value for interpretation as positive or negative for both the methods.
Statistical analysis
Sensitivity and specificity of the TAC for different pathogens were analysed using Stata 12 (StataCorp LP version 12, College Station, Texas, US) with monoplex rRT-PCR results as reference. The concordance between TAC and rRT-PCR for each pathogen in the same specimen was assessed using Cohen's kappa coefficient. [9] results As summarised in Table 1 , using monoplex rRT-PCR, the total time was 9-10 h, whereas TAC required ~3-4 h to complete the testing. Of 135 specimens tested using monoplex rRT-PCR assays, 85 (63%) specimens were found positive including nine specimens with co-detections, whereas 81 (60%) specimens were found positive including eight co-detections using TAC. Using monoplex rRT-PCR, respiratory syncytial virus (RSV) (33, 24%) was most commonly detected, followed by rhinovirus (Rhiv) (16, 12%); influenza B (8, 6%) and influenza A, adenovirus (AdV), parainfluenza viruses (PIV), human metapneumovirus (hMPV) and coronaviruses (CoV) (7 each, 5%). Using TAC, RSV remained the most commonly detected virus (29, 22%), followed by Rhiv (16, 12%), influenza A and B viruses (8 each, 6%), AdV (7, 5%), PIV (7, 5%), hMPV (6, 4%) and CoV (6, 4%).
In comparison to rRT-PCR, sensitivity and specificity of TAC ranged between 72%-100% and 98%-100%, respectively [ Figure 1 ]. The highest sensitivity of TAC was for influenza A and B viruses (100%) and lowest for PIV (71%) and AdV (71%). Positive predictive value was highest for influenza B, RSV, hMPV and CoV (each 100%) and lowest for AdV (71%) and PIV (71%) using the TAC assay. RSV (96%) had the lowest negative predictive value, but all negative predictive values were relatively high (98%-100%). Cohen's kappa coefficient ranged from 0.69 to 1.0 for different pathogens and was lowest for AdV (0.69, 95% confidence interval [CI]: 0.4-0.9) and PIV (0.69, 95% CI: 0.4-0.9) and highest for influenza B virus (1.0, one-sided CI: 1.0). Primers and probes used, were designed and synthesised at CDC Primers and probes used, were designed and synthesised at CDC6. Clinical and analytical validations for each assay (sensitivity, specificity and LOD) has also been determined at CDC [2] PCR cycling conditions
The thermo-cycling conditions for influenza A and B assays were: 50°C for 30 min, 95°C for 10 min, and 45 cycles of 95°C for 15 s, and 55°C for 30 s with data collection. For other viral assays, the thermo-cycling conditions were: 45°C for 10 min, 94°C for 10 min, and 45 cycles of 94°C for 30 s followed by 60°C for 1 min with data collection
Cycling conditions on the ViiA™ 7 for TACs were 45°C for 10 min, 95°C for 10 min, followed by 45 two-step cycles of 95°C for 20 s and 60°C for 1 min with data collection 
discussion
In this study, we observed that TAC offers several advantages over monoplex rRT-PCR while maintaining high sensitivity (71%-100%) and specificity (98%-100%) for the respiratory pathogen assays assessed similar to earlier studies. [1, 2] Advantages of the TAC included a simple setup, lower specimen volume requirement, efficient consumption of TNA extracts and rRT-PCR reaction reagents and rapid, simultaneous detection of multiple pathogens in a single experiment. The TAC format due to its closed system design requiring less handling of assay and primers/probes minimises the risk for user error and cross-contamination besides requiring fewer tubes. [4, 10, 11] Furthermore, the TAC can be customised with different assays and configurations, unlike other commercial multi-pathogen detection platforms, which is useful in research settings, conducting disease surveillance or investigating outbreaks of unknown aetiology. [4, 8] Conventional monoplex rRT-PCR assays for the detection of respiratory viruses can be tedious, expensive and require large volumes of biological specimens. [2, 12] In comparison with monoplex rRT-PCR assays, TAC required 1/3 times less volume of TNA for detecting the same number of pathogens. [8, 12] While the kappa statistic indicated substantial to perfect agreement for all viral pathogens, assays for AdV and PIV showed lower agreement between the two methods (kappa 0.69) compared to assays for the other respiratory viruses. This could be due to several factors such as, but not limited to, assay optimisation on different annealing temperatures and evaporation of reaction volume from incomplete card sealing, which can cause fluorescent anomalies or probe instability. Furthermore, the freeze-thaw degradation of specimens for retesting via TAC may have led to false-negative results.
One of the limitations of our study was wide CIs around the point estimates for TAC sensitivity for CoV, hMPV and PIV, because of few positive samples. Some viruses were not very prevalent, including PIV and CoV, making it difficult to interpret their sensitivity and specificity. We could test for 135 specimens out of 298 because of limited number of cards available for this study.
In spite of higher throughput of TAC card than rRT-PCR when used for multiple pathogens, its use in low-resource settings may not yet be feasible because of the high cost of ViiA™ 7 machine. Further, in case of failure of an assay for even one target pathogen, the entire set of targets in the card have to be repeated, unlike in monoplex, where individual wet assay can be performed for failed targets, which also makes TAC expensive.
In spite of these limitations, our study demonstrated that TAC results were comparable to monoplex rRT-PCR testing, but took less time for simultaneous detection of common respiratory viruses which might be useful during outbreak investigations.
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